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Certificate of Calibration 

Model No: PMD-1608FS 
Serial No: 022856 
Description: USB-based, 8 channel, 16-bit, 100 IcHz 

Simultaneous- sampling analog I/O module 
Calibration Date: July 15, 2005 
Calibration Interval: 365 Days 
Calibration Due: July 16, 2006 

Ambient Temperature: 25.0 

Measurement Computing Corp. certifies that at the time of calibration the above 
product was calibrated in accordance with applicable Measurement Computing 
Corporation procedures. These procedures are designed to ensure that the product 
listed above meets or exceeds Measurement Computing Corp. specifications. 

Measurement Computing Corp. further certifies that the measurement standards 
and instruments used during calibration of this product are traceable to the 
National Institute of Standards and Technology. 

The environment in which this product was calibrated is maintained within the 
operating specifications ofthe product and the standards and instruments used. 

Signed, 

Pat Parks 

MCC Calibration Engineer/Technician 
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