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Important Notes: 
Orientation of Filters: 

Omega exciter & emission filters have an arrow on ring pointing in the direction of the light path. 
Care & Handling of Filters: 

Precision optical components should be handled with reasonable care. Hold by edges only. 
Cleaning of Optical Components: 

Remove any foreign particles with a puff of dry air. Wipe gently with a soft, lint-free doth. A final wipe with a few 
drops of pure anhydrous alcohol will result in a clean, undamaged component. 

210 Main StTset, Bratttsboio, Vemiont 05301 Toll Free. (866) 488-1064 P: (802) 254-2690 F. (802) 254-3937 Iab5alese0me9afilte1s.com vmw.omegafiltBTS.com 

http://Iab5alese0me9afilte1s.com

